Introduction
Epinephrine belongs to the catecholamine group and has an important role as a neurotransmitter and hormone. It is biosynthesized in the adrenal medulla and sympathetic nerve terminals, and is secreted by the adrenal glands. 1, 2 Epinephrine is used in medicine to treat heart attacks and bronchial asthma, and in cardiac surgery. 3, 4 Therefore, determination of epinephrine in biological fluids is of great importance in medical diagnosis, in particular for patients suffering from Parkinson's disease. For this reason, there is a need for quantitative determination of epinephrine in biological fluids and pharmaceutical formulations. 2 Several methods have been used to determine epinephrine, including spectrophotometry, 5, 6 fluorimetry, 7 liquid chromatography, 8 capillary electrophoresis, 9 and piezoelectric detection. 10 However, these methods tend to be expensive, complicated, or need extraction and derivatization. The main advantages of biosensor technology in comparison with traditional analytical methods are fast detection (minutes) and response (seconds), high sensitivity (typically lower than µM), good selectivity, and easy preparation and assay methods. Additionally, most biosensors are reusable and can be assayed at low cost.
Electrochemical biosensors based on immobilization of tyrosinase on nanomaterials provide an alternative to other analytical techniques for catecholamine determination.
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apetrei and apetrei have been developed using tyrosinase immobilized on different electrode supports. Different types of biosensors can be found in the literature, including carbon paste biosensors, 13 conducting polymer-modified electrodes, 12, 14 biosensors based on silica sol-gel composite films, 15 Langmuir-Blodgett thin films, 16, 17 and layer-by-layer films. 18 Use of a biocompatible matrix for tyrosine immobilization is essential for maintaining the functionality of the enzyme while providing accessibility to the target analyte. The noncovalent approach is considered to be a more promising method, because there is less distortion of the conformational structure of the immobilized enzyme. 19 Carbon nanotubes, in addition to having very interesting mechanical, electrical, and thermal properties, provide a large surface area for higher enzyme loading and a biocompatible environment that helps enzymes to preserve their biocatalytic properties. 20 Compared with multiwalled carbon nanotubes, single-walled carbon nanotubes (SWCNTs) have a well defined system in terms of electronic properties. For enzyme immobilization, multiwalled carbon nanotubes are desirable because of their easy dispersibility and low cost, but SWCNTs are attractive because of their larger surface area for enzyme interaction. SWCNTs are usually arranged in a regular pattern and are in contact with each other. Moreover, SWCNTs can be seen as a bridge connecting electrodes with various kinds of biomolecules, while they are aligned normally to the electrode surface by self-assembly and act as nanoelectrodes. 21 In this paper, an innovative biosensor is introduced for determination of epinephrine in pharmaceutical samples and offers the advantages of high sensitivity, low cost, and simple fabrication. The response dependence and amperometric characteristics, including kinetics, calibration curve, and limit of detection of the prepared biosensor were investigated in the detection of epinephrine. The results obtained for the proposed biosensor were compared with those using the standard method of ultraviolet spectrophotometry.
Materials and methods apparatus
Amperometric measurements were performed using an SP-150 potentiostat/galvanostat (Biologic Science Instruments, Claix, France) and EC-Lab Express software (Biologic Science Instru ments). Ag/AgCl 3 M KCl was used as the reference electrode and a platinum wire was used as the auxiliary electrode. The working electrode was the biosensor. An Elmasonic S10H ultrasonic bath (Elma Hans Schmidbauer GmbH and Co, KG, Singen, Germany) was used to dissolve and homogenize the solutions. For pH measurements, an Inolab pH 7310 (WTW Wissenschaftlich-Technische Werkstätten GmbH, Weilheim in Oberbayern, Germany) was used. An ultraviolet-visible spectrophotometer (model UVD-2950, Labomed, Inc., Los Angeles, CA, USA) with a quartz cell (optical path 1 cm and total volume 4 mL) was used for measurements following an official spectrophotometric method (X Romanian Pharmacopoeia).
reagents and solutions
All solutions were prepared using ultrapure water (Milli-Q Simplicity ® Water Purification System, EMD Millipore Corporation, Billerica, MA, USA) with resistivity of 18. 
construction of biosensor
The GCE surface was polished with alumina paste, washed with ultrapure water, and rinsed in methanol. The active part of the electrode was a 4 mm diameter disk. The other parts of the GCE were covered with isolating epoxy resin. After cleaning, the GCE surface was coated with 10 µL of SWCNT suspension (1 mg/mL in methanol). The solvent was evaporated in air at room temperature. The tyrosinase enzyme was immobilized on the above GCE modified with SWCNTs (SWCNT-GCE) using a drop-and-dry technique followed by cross-linking. Next, 10 µL of 0.01 M PBS (pH 7.0) containing 50 µg/µL of enzyme was added onto the SWCNT-GCE surface. After drying, the biosensor was placed in a saturated glutaraldehyde vapor atmosphere for 10 minutes followed by drying in air for 15 minutes at room temperature. 13 The biosensor was rinsed with PBS to remove any unbound enzyme from the biosensor surface.
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Nanostructured biosensor for epinephrine
Pharmacopoeia method
The spectrophotometric method established in the Romanian Pharmacopoeia was used to compare the results obtained with the biosensor. According to this method, epinephrine in 0.01 M hydrochloric acid solution showed maximum absorption at 279 nm. For one real sample (articaine/adrenaline) analyzed, strong interference from articaine was demonstrated at this wavelength. The presence of this interfering agent did not affect amperometric analyses using the biosensor.
Results and discussion cyclic voltammetry studies
The response of the biosensor when immersed in aqueous epinephrine solution was registered in the range from -0.5 V to +0.5 V at a scan rate of 0.050 V per second. Preliminary cyclic voltammetric experiments using GCE showed a reduction peak with a maximum current located at -0.07 V. This potential was selected, based on the preliminary experiments, and was later confirmed as the optimal potential in amperometric experiments. These experiments were carried out in PBS 0.01 M (pH 7.0), which was selected based on previous results. -5 M epinephrine showed a peak at -0.07 V (cathodic peak associated with reduction of the enzymatically formed epinephrine-quinone to epinephrine) and at +0.12 V (anodic peak associated with electrochemical oxidation of epinephrine).
Tyrosinase catalyzes the oxidation of epinephrine to epinephrine-quinone, as shown in Figure 2 . The o-quinone derivative that is generated can be reduced electrochemically at low potential without any electron mediator (Figure 3) . Therefore, epinephrine can be detected by electrochemical reduction of epinephrine-quinone. The presence of a reduction peak indicates that the immobilization process retains the biological activity of tyrosinase in SWCNTs with a modified surface. The value of the potential applied to monitor reduction of the species at the electrode surface was -0.07 V, in order to minimize the risk of possible electrochemical interference. 22 Influence of scan rate on biosensor response A kinetics study was performed by registering the cyclic voltammograms of the biosensor at different scan rates from 0.05 to 1.00 V per second ( Figure 4 , not all cyclic voltammograms are shown). The peak cathodic current was proportional to the sweep rates, pointing to a limited charge transfer process due to the catalytic activity of the enzyme deposited on the surface of the electrode. From the slope of I pc versus ν graph using the Laviron equation:
where I pc is the cathodic peak current (in amperes), n is the number of electrons involved in the redox process, F is the Faraday constant (96,485.3365 C/mol), ν is the potential scan rate (V per second), A is the electrode area (cm 2 ), Γ is the surface coverage of the redox species (mol/cm 2 ), R is the ideal gas constant (8.3144621 J/ K×mol), and T is the temperature (K), the total surface coverage could be calculated. 23 The total surface coverage value was calculated to be 2.34 × 10 -10 mol/cm 2 , a value which is in agreement with the literature. 24 Therefore, the biocatalytic activity of the enzyme is preserved well when it is immobilized in a nanostructured carbonaceous environment.
The intensity of the anodic peak related to electrochemical oxidation of epinephrine increases linearly with the square root of the sweep rate, indicating a diffusion- 
where I pa is the anodic peak current (amperes), n is the number of electrons involved in the redox process, ν is the potential scan rate (V per second), D is the diffusion coefficient (cm 2 per second), A is the electrode surface area (cm 2 ), and C is the concentration (mM). From the slope of I pa versus ν 1/2 plot, the diffusion coefficient D was calculated. The calculated diffusion coefficient D was 7.87 × 10 -6 cm 2 per second. This value is lower than that obtained in the case of modified gold electrodes. 25 From the above results, it could be concluded that tyrosinase/SWCNT-GCE has a fast diffusion coefficient, indicating that electrochemical processes are occurring rapidly in the case of this biosensor.
Influence of epinephrine concentration on biosensor response
The effect of epinephrine concentration on the response of the biosensor was studied by cyclic voltammetry, immersing the electrode in solutions with different concentrations.
As observed in Figure 5 , the intensity of the peaks increased with epinephrine concentration. Chronoamperometry was extensively used in the field of biosensors, even though the electrochemical signals obtained by cyclic voltammetry were highly reproducible. 22, 24 Therefore, chronoamperometry was used to record the calibration curves.
amperometric response of biosensor Figure 6 shows the amperometric response for the tyrosinase/ SWCNT-GCE biosensor at -0.07 V after addition of successive aliquots (20 µM) of epinephrine to 0.01 M PBS (pH 7.0) under constant stirring. Reduction currents proportional to the concentration of epinephrine were observed, which resulted from the electrochemical reduction of epinephrinequinone formed enzymatically on the biosensor surface. The tyrosinase/SWCNT-GCE biosensor achieves 95% of steady-state current in less than 5 seconds. This response rate is much faster than the 50 seconds reported for the silica sol-gel matrix. 26 This fast response is attributed to rapid electron transfer between the enzymatically produced epinephrine-quinone and the electrode.
analytical performances of biosensor Figure 7 shows the relationship between the cathodic current of the biosensor and the epinephrine concentration in PBS (pH 7.0) at -0.07 V for the tyrosinase/SWCNT-GCE biosensor under continuous stirring (calibration curve). 
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The response current of the tyrosinase/SWCNT-GCE biosensor is linearly related to the epinephrine concentration in the range of 10-110 µM, indicating that the catalytic enzymatic reaction of tyrosinase is a first-order reaction. After that, with further increases in epinephrine concentration, the current increases slowly, and the enzymatic reaction shows a transition from a first-order reaction to a zero-order reaction. The detection limit was calculated according to the 3 s b /m criterion, where m is the slope of the calibration graph and s b is the relative standard deviation (n=5) of the amperometric signals at the lowest concentration of the calibration plot. The detection limit (LOD) was calculated to be 2.54 µM and the correlation coefficient was 0.977. The LOD value obtained is between the one reported by Tembe et al (1 × 10 -5 M) 27 and that obtained by Mataveli et al (8.0 × 10 -7 M). 28 Thus, the biosensor is able to meet the requirements for practical application.
From the calibration data, the Hill coefficient (h) was calculated by representing log [I/(I max -I)] versus log [S] (logarithm of the substrate concentration). A Hill coefficient of 1.07±0.03 was calculated for the reduction process of epinephrine-quinone formed from the enzymatic reaction on the electrode surface (R 2 =0.986). The value obtained for the h parameter was close to unity. This establishes that the kinetics of the enzymatic reaction fitted a MichaelisMenten type of kinetics. The value, slightly higher than 1, shows a positive cooperative effect between the occupied active sites.
The apparent Michaelis-Menten constant (K M ) of immobilized tyrosinase was calculated using the Lineweaver-Burk equation:
where I is the cathodic current, I max is the steady-state current, K M is the apparent Michaelis-Menten constant, and [S] is the concentration of substrate (epinephrine). The maximum current response and apparent Michaelis-Menten constant were calculated from the intercept and slope, respectively. The values obtained for the biosensor detecting epinephrine were I max =2.22 µA and K M =60.5 µM. The small value of the Michaelis-Menten constant indicates a strong affinity between tyrosinase and the substrate. In contrast, a higher I max indicates higher sensitivity of the biosensor. 23 The values obtained have demonstrated that Ty/SWCNT nanocomposite film makes up a proper environment for enzyme immobilization. It preserves the enzyme's biocatalytic properties even in the case in which the immobilized enzyme is one molecule whose movement in space has been completely limited or restricted to a small region. The interaction between tyrosinase and the SWCNTs involves physical adsorption of the enzyme by hydrophobic and electrostatic interaction. 20 
Interference studies
The influence of various interfering agents on determination of 50 µM epinephrine was investigated. The result, expressed as the tolerance limit, was taken as the maximum concentration of the foreign substance which caused a relative error of approximately ±5% in determination of the analyte. The concentration of interfering substances was 0.01 M for Na , and Cl -; and 750 for urea, and 240 for tartaric acid and hydrochloric acid, respectively. Glucose and glycine 0.001 M do not have any influence in the biosensor response when detecting 50 µM epinephrine. An absence of significant modification in the peak current recorded in the presence of the interfering species was demonstrated. Therefore, tyrosinase/SWCNT-GCE can be considered to be a good biosensor for recognition of epinephrine.
Biosensor repeatability and stability
To investigate the repeatability of the biosensor, amperometric measurements were performed in a 10 -5 M epinephrine solution using the same biosensor. The relative standard deviation of the measurements was 3.4%. Between replicate measurements, the biosensor was cleaned by rinsing with 0.01 M PBS at pH 7.0. Therefore, the biosensor is expected to be able to be used repeatedly.
The stability of the biosensor was studied by monitoring the amperometric response to 10 -5 M epinephrine solution at regular intervals (24 hours) for a period of one month. The biosensor was stored in a refrigerator at 4°C in 0.01 M PBS at pH 7.0. The results reveal that the biosensor retained 87% of its current response after one month of storage.
application of the biosensor to detect epinephrine in pharmaceutical formulae
The ultraviolet spectrophotometric method indicated in the X Romanian Pharmacopoeia 29 recommends measurement of epinephrine at 279 nm in the presence of 0.01 M HCl. A calibration curve was constructed using pure epinephrine. The pharmaceutical products were diluted in the same solvent, and absorbance at 279 nm was registered. From the calibration curve, the concentration of epinephrine was calculated while taking into account the dilution factor.
In the case of the biosensor, the addition method was used, whereby 50 µM of epinephrine was added to the pharmaceutical solution. The biosensor was immersed in PBS 0.01 M at pH 7.0, a -0.07 V potential was applied, and the solution was maintained under constant stirring. After stabilization, measured sample volumes were added and the cathodic currents were measured. Using the calibration curve, dilution factor, and quantity of epinephrine added, epinephrine concentrations in the pharmaceutical products were calculated. Table 1 shows the results obtained for analyses of pharmaceutical formulations using the official ultraviolet spectrophotometric procedure and the biosensor (-0.07 V versus Ag/AgCl).
Following the Romanian Pharmacopoeia method, the values obtained were slightly higher than the value indicated on the labeling of the pharmaceutical product. This could be related to interference from other compounds present in the pharmaceutical product. However, in the case of the articaine/adrenaline product, a very significant difference was observed. The value obtained was due to interference from articaine, which shows maximum absorption at 272 nm in PBS (pH 6.8). 30 The results obtained by amperometry using the biosensor were in very good agreement with the values registered on the labels of all the pharmaceutical products tested. Articaine has not been detected in the case of interfering compounds of the biosensor. This result is related to the specificity of tyrosinase for the phenolic groups in catecholamines. However, in two cases, a good relationship was found between the results obtained by each method. Consequently, the biosensor proposed in the present study can be successfully used in analysis of real samples. 
Conclusion
This study demonstrates the possibility of developing a SWCNT-GCE-based biosensor for monitoring epinephrine in aqueous solution. It confirms that the SWCNT-GCE can be used as an appropriate matrix for immobilization of tyrosinase. The biosensor shows a rapid response, good sensitivity, and high stability for amperometric detection of epinephrine. The efficiency of the biosensor for epinephrine determination in pharmaceutical formulae has been demonstrated. The concentration results show good agreement with those obtained using the Romanian Pharmacopoeia method. Therefore, the proposed biosensor is a potential method for epinephrine quantification in pharmaceutical products and biological samples.
